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The Solar-Terrestrial Environment Laboratory (STEL) induction magnetometer network has been developed
to investigate the propagation characteristics of high-frequency geomagnetic pulsations in the Pc1 frequency
range (0.2–5 Hz). Five induction magnetometers were installed in the period 2005–2008 at Athabasca in Canada,
Magadan and Paratunka in Far East Russia, and Moshiri and Sata in Japan. The sensitivity of these magnetometers
is between 0.3 and 13 V/nT at turnover frequencies of 1.7–5.5 Hz. GPS time pulses are used for accurate
triggering of the 64-Hz data sampling. We show examples of PiB/Pc1 magnetic pulsations observed at these five
stations, as well as the harmonic structure of ionospheric Alfve´n resonators observed at Moshiri. We found that
the Pc1 packets are slightly modulated as they propagate from high to low latitudes in the ionospheric duct. These
network observations are expected to contribute to our understanding of Pc1-range magnetic pulsations and their
interaction with relativistic electrons by combining the obtained results with future satellite missions that observe
radiation belt particles.
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1. Introduction
Ground magnetometer networks are a powerful tool for
investigating the global characteristics of Earth’s magne-
tosphere and ionosphere. Compared to other ground-
based instruments, magnetometers are rather simple, and
their well-established methods allow conducting multi-
point routine measurements at remote field sites. Re-
cently, several networks using fluxgate magnetometers
with a sampling rate of the order of 1 s have been
developed. They cover the Japanese longitudinal sec-
tor and global equatorial latitudes (210MM: Yumoto and
the 210MM Magnetic Observation Group, 1996, CPMN:
Yumoto and the CPMN Group, 2001, and MAGDAS:
Yumoto and the MAGDAS Group, 2006), over Canada
and North America (THEMIS: Russell et al., 2008;
CARISMA: Mann et al., 2008; MACCS: Engebretson et
al., 1995; and McMAC: http://spc.igpp.ucla.edu/mcmac/),
South America (SAMBA: http://samba.atmos.ucla.edu/),
and Europe (IMAGE: Lu¨hr, 1994; SAMNET: Yeoman et
al., 1990; and SEGMA: Vellante et al., 2002). However,
networks of induction magnetometers with higher sampling
rates have not been well developed, with the exception of
networks in Finland and Greece (e.g., Bo¨singer et al., 2002;
Yahnin et al., 2009), Svalbard (Engebretson et al., 2009),
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Canada (e.g., Hayashi et al., 1988; Lessard et al., 2006;
Mann et al., 2008), and Antarctica (e.g., Engebretson et al.,
2002). As described in this paper, we are developing a net-
work mainly in the Japanese longitudinal sector.
Induction magnetometers can measure Pc1 pulsations of
the geomagnetic field with a frequency range of 0.2–5 Hz.
Pulsations in this frequency range usually remain unde-
tected by fluxgate magnetometers due to their lower sam-
pling rates and higher noise levels. Although research tar-
geting these higher-frequency pulsations by using induction
magnetometers has been conducted since the 1960s, the fo-
cus has recently been shifted for the following reasons: 1)
pulsations can be an accurate indicator of substorm onset
timing as PiB/Pi1 bursts (e.g., Lessard et al., 2006; Posch
et al., 2007; Milling et al., 2008), 2) Pc1 pulsations, which
represent electromagnetic ion cyclotron (EMIC) waves in
the inner magnetosphere, can be a loss mechanism of rela-
tivistic electrons in the outer radiation belt involving pitch-
angle scattering of such electrons into the loss cone (e.g.,
Thorne and Kennel, 1971; Sandanger et al., 2007; Miyoshi
et al., 2008), and 3) ionospheric Alfve´n resonators (IARs)
in the Pc1 frequency range, which occur due to a local mini-
mum of the Alfve´n velocity in the F-region ionosphere, can
be utilized as a monitor of the density structure of the top-
side ionosphere and in the auroral acceleration region, on
the basis of ground observations (e.g., Bo¨singer et al., 2002;
Pilipenko et al., 2002; Hebden et al., 2005). Advances in
the size of computer hard disks in the last 15 years have
made it possible to record digital data at higher sampling
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Fig. 1. Induction magnetometer system used in the network. A pre-ampliﬁer is not used at Athabasca.
rates. Furthermore, GPS satellite signals enable accurate
sampling and absolute timing of magnetometer data even at
remote ﬁeld stations.
In this paper, we describe the instrumentation and cali-
bration of a newly developed induction magnetometer chain
installed at Athabasca (ATH), Canada, Magadan (MGD)
and Paratunka (PTK) in Far East Russia, and Moshiri
(MSR) and Sata (STA) in Japan. We also present exam-
ples of PiB and Pc1 pulsations as well as IAR signatures
observed at these stations in order to demonstrate the data
quality and the capabilities of these magnetometers.
2. Instrumentation
Figure 1 shows the induction magnetometer system used
in the network. The sensors at MGD, PTK, MSR, and STA,
which were made by Tierra Tecnica, Tokyo, Japan, have
100,000 or 200,000 turns per permalloy core. The sen-
sors at ATH are in fact induction sensors reused from the
STEP polar magnetometer network in Canada. The sensors
at MSR and STA were originally made in 1989–1992 to ob-
serve Pi2/Pc3 pulsations. The sensors of MGD and PTK
were newly made to construct this chain. The pre-ampliﬁer
and the ampliﬁer at MSR were designed by Tierra Tecnica.
The pre-ampliﬁers and the main ampliﬁers at ATH, MGD,
PTK, and STA were designed by the Solar-Terrestrial En-
vironment Laboratory (STEL), Nagoya University; so their
frequency response is different from that at MSR, as shown
later. At ATH, we do not use a pre-ampliﬁer. The three
sensors were installed in the geomagnetic H , D, and Z di-
rections at all stations, where H denotes the horizontal di-
rection of the geomagnetic ﬁeld, D is perpendicular to the
horizontal geomagnetic ﬁeld in the horizontal plane, and Z
denotes the vertical direction.
All the data recording systems were made by STEL.
They have GPS receivers that generate 64-Hz standard time
pulses from the original 1 PPS (1 pulse per second) GPS
signal in order to trigger 64-Hz sampling of the three-
component magnetometer data. At ATH, the 64-Hz sam-
pling was initially triggered by the internal clock of a per-
sonal computer up to March 14, 2008, after which it was
triggered by a GPS signal. The error of the GPS time pulse
from the absolute clock is less than ±1 μs. The 1 PPS sig-
nal from the GPS receiver is also recorded in the data as
the standard time signal for all stations. The GPS receiver
is also used to correct the clock of the personal computer
every 10 minutes. The clock information generated by the
personal computer is written into a data ﬁle every 4 s.
The power supply of all these systems is ensured by
a UPS battery. A two-coil transformer is used to avoid
damage to the instruments due to surge currents from the
power line, which are most often induced by lightning. At
ATH, MGD, and PTK, we also need the transformers to
adjust the voltage of the power line, since the system is
designed in Japan with a 100 V AC power. All the data
are recorded onto the hard disk of the personal computer.
The data ﬁles at ATH, PTK, MSR, and STA are routinely
transferred to STEL through the internet, and an additional
backup is stored on DVD disks. The data from MGD are
transferred to STEL by mailing the DVD disks.
Figure 2 shows images of the instruments at ATH and
MGD. The magnetometer sensors are buried underground.
Through 100-m coaxial shield cables, the signal is trans-
ferred to the main ampliﬁer and the personal computer in-
side the local control building. In addition, a 2-m calibra-
tion coil is used to obtain the frequency response of the
magnetometers before installation, as described in the next
section.
3. Calibration of the Magnetometers
The frequency dependence of the sensitivity of the in-
duction magnetometer system and its phase delay were cal-
ibrated by superimposing sinusoidal magnetic ﬁeld ﬂuctu-
ations by using the calibration coil shown in the top left
panel of Fig. 2. The calibration coil (100 turns/m) has a
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Fig. 2. Photographs of the induction magnetometer system at Magadan (MGD) and Athabasca (ATH) and a 2-m coil used for calibration.
Fig. 3. Sensitivities of the induction magnetometers used at the ﬁve stations. The sensitivities for the H , D, and Z components are drawn in the same
color and are nearly identical for each station.
length of 2 m and a diameter of 0.4 m. The magnetic ﬁeld
intensity at the center of the coil for a given electric cur-
rent was calculated considering the ﬁnite length of the coil.
The magnetometer sensor, which has a length of ∼1 m, is
inserted into the center of the calibration coil.
Figure 3 shows the frequency dependence of the magne-
tometer sensitivity in units of output voltage from the mag-
netometer versus the amplitude of the superimposed mag-
netic ﬁeld in nT. The dependences for the H , D, and Z
components are shown in the same color and are nearly
identical for each station since the sensors and the ampli-
ﬁers were made in accordance with the same speciﬁcations.
The main ampliﬁer of the magnetometer has a gain that can
be used for changing the sensitivity. The curves in Fig. 3
are drawn for the actual gain values used at these sites. The
random errors of these curves are less than 1% around the
peak frequencies, while they increase to more than 10% at
higher frequencies when the output of the sensor becomes
small.
At low frequencies, the sensitivity increases as the fre-
quency is increased, as a natural response of the induction
coil. After reaching a peak at 1.7–5.5 Hz, the sensitiv-
ity decreases as the frequency is increased due to the fre-
quency dependence of the pre-ampliﬁer and the main am-
pliﬁer. In this regard, the sensitivity at MSR is an order
higher than that of the other stations, and the shape of its
curve is slightly different. This is caused by the fact that the
ampliﬁer at MSR is different from that at the other stations.
The sensitivities have peaks at 0.3–13.2 V/nT at 1.7–5.5 Hz.
Table 1 summarizes the peak sensitivities and their frequen-
cies (turnover frequencies) for all ﬁve stations.
Figure 4 shows the frequency dependence of the phase
delay of the magnetometers with respect to the superim-
posed magnetic ﬁeld ﬂuctuations. The dependences for the
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Table 1. Station Locations, peak sensitivity, and polarity of the induction magnetometers. Dipole geomagnetic latitudes are calculated using the
IGRF-11 model at epoch 2010.
Station Abb. Geographic latitude Geographic longitude Magnetic latitude Peak sensitivity Positive polarity
Athabasca ATH 54.7 246.7 61.6 0.455 V/nT at 5.5 Hz north east up
Magadan MGD 60.0 150.9 52.2 0.450 V/nT at 1.7 Hz north east down
Paratunka PTK 52.9 158.3 46.0 0.450 V/nT at 1.8 Hz north east down
Moshiri MSR 44.4 142.3 35.9 13.2 V/nT at 2.6 Hz south west up
Sata STA 31.0 130.7 21.7 0.314 V/nT at 2.5 Hz north east down
Fig. 4. Phase difference between the superimposed magnetic ﬁeld ﬂuctuations and the output from the induction magnetometer systems for all ﬁve
stations. The phase differences for the H , D, and Z components are drawn in the same color and are nearly identical for each station.
H , D, and Z components are again shown in the same
color and are nearly identical for each station. We did
not calibrate the phase delay of the magnetometer at ATH.
The phase delay generally decreases as the frequency is in-
creased, as a natural response of the induction coil and the
ampliﬁers. Furthermore, the phase delay is similar for all
stations except MSR, whose phase delay differs by about
180◦ from that of the other stations. The output polarities
with respect to the directions of the superimposed magnetic
ﬁeld are summarized in Table 1. These polarities were de-
termined by introducing a step-like increase of the magnetic
ﬁeld to the sensor.
4. Observations and Discussion
Figure 5 shows a map of the stations and the month when
routine observations were started. The geographic latitudes
and longitudes and dipole geomagnetic latitudes of these
stations are listed in Table 1. The chains at MGD, PTK,
MSR, and STA are mostly in geomagnetic latitudinal direc-
tion between L = 2.7 and L = 1.2. ATH is located at
L = 4.4, which is suitable for observing EMIC waves oc-
curring near the plasmapause. The magnetometer at ATH
began observation on September 4, 2005, while the magne-
tometers at the other stations were installed in 2007–2008.
Figure 6 shows the dynamic spectra of the H component
of the magnetic ﬁeld ﬂuctuations at 0.1–32 Hz as obtained
by the ﬁve magnetometers on February 27, 2009. The
local midnight at MGD, PTK, MSR, and STA was at ∼13–
15 UT, and the local midnight at ATH was at ∼8 UT. These
dynamic spectra were obtained by calculating the Fourier
transform of the raw magnetic ﬁeld data with a time window
of 128 s (8192 data points).
An intense PiB burst was observed at 0920–1300 UT
at ATH at a frequency range below 1 Hz, indicating sub-
storm activity. In fact, the provisional AE index provided
by WDC-C2 for geomagnetism at Kyoto University indi-
cates that substorms took place at 0910 UT and 1215 UT
with peak AE indices of ∼600 nT and ∼900 nT, respec-
tively. At 1000–1030 UT, a clear enhancement of the power
spectral density (PSD) was observed at MGD, PTK, and
MSR at a frequency range of 0.1–2 Hz. Since the peak fre-
quency tends to increase with time, it is likely that this Pc1
pulsation event corresponds to the intervals of pulsations
of diminishing periods (IPDP) associated with the EMIC
waves generated by ring current ions in the magnetospheric
equatorial plane, which are in turn associated with the sub-
storm at 0910 UT (e.g., Kangas et al., 1998 and references
therein). The corresponding enhancement of the PSD can
also be recognized at STA in the same interval at 1000–
1030 UT, albeit with weaker intensity, even though the data
at STA are affected by strong broadband noise at 1–10 Hz.
The spectra at PTK are also affected by spiky noise, proba-
bly from nearby facilities in the observatory.
In Fig. 6, the PSD shows continuous enhancement at fre-
quencies centered at ∼8 Hz throughout the plotted interval
at ATH and MSR, since the sensitivity at 8 Hz is high for
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Fig. 5. Map showing the current stations of the STEL induction magnetometer network.
the magnetometers at MSR and ATH, as shown in Fig. 3.
This ∼8 Hz oscillation is known as the Schumann reso-
nance, which is caused by a global-scale resonance of ELF
waves in the waveguide between Earth’s ionosphere and the
ground.
Although PiB waves are predominantly observed at ATH
for this event, Pc1 bands with frequencies of 0.3–1 Hz are
also observed at ATH (L = 4.4) fairly often since the site
is located near the footprint of the ordinary plasmapause,
where EMIC waves tend to occur. Sakaguchi et al. (2007,
2008) have shown that there exists a one-to-one correspon-
dence between these Pc1 waves and isolated proton auroras
observed simultaneously by an all-sky imager at ATH. In
addition, Miyoshi et al. (2008) have shown that precipita-
tion of relativistic electrons observed by the NOAA satel-
lite was associated with a Pc1 wave and an isolated proton
aurora observed at ATH.
Figure 7 shows the waveforms of the H component
of the magnetic ﬁeld ﬂuctuations observed at 1028:00–
1030:00 UT on February 27, 2009 during the strong
PiB/Pc1 event shown in Fig. 6. The vertical scale at the
left of the panel is calculated at the peak sensitivity of each
station. Clear sinusoidal Pc1 waves were observed at MGD,
PTK, and MSR. In the STA data, similar sinusoidal wave
signatures with smaller amplitudes can be recognized, al-
though the data contains considerable noise at higher fre-
quencies. It is likely that this small Pc1 amplitude at STA is
due to the attenuation of Pc1 waves during duct propagation
in the ionosphere from high to low latitudes (e.g., Greiﬁnger
and Greiﬁnger, 1968; Kuwashima et al., 1981). Since the
PiB waves at ATH are irregular low-frequency (below 1 Hz)
pulsations, the waveform at ATH exhibits non-sinusoidal
ﬂuctuations.
The Pc1 waves observed at MGD, PTK, and MSR
constitute packet-like structures with repetition periods
of 10–20 s, which are known as pearl structures (e.g.,
Troitskaya and Guglielmi, 1967; Mursula et al., 2001). Al-
though these Pc1 packets appear nearly simultaneously at
MGD, PTK, and MSR, a closer inspection of the data re-
veals timing differences between these packet structures
with a delay of about half a cycle between MGD–PTK
and PTK–MSR. This timing delay indicates the propa-
gation of the Pc1 waves from a high-latitude source re-
gion to lower latitudes through an ionospheric duct. By
conducting cross-correlation analysis, the delays between
MGD–PTK and PTK–MSR were estimated to be ∼0.3 s
and ∼0.7 s, respectively. The angle of the major axis of
this Pc1 is ∼30◦, ∼10◦, and ∼−10◦ from the magnetic
North (eastward positive) pole at 1030 UT at MGD, PTK,
and MSR, respectively. Assuming a plane wave propagat-
ing in the magnetic North-South direction, the timing dif-
ferences between MGD–PTK and PTK–MSR give a phase
velocity of 2300 km/s (= 6.2◦ in magnetic latitude/0.3 s)
and 1600 km/s (= 10.1◦/0.7 s), respectively. These val-
ues are consistent with the typical Pc1 phase velocity of
500–2500 km/s, as estimated by Fraser (1975). The smaller
density of the F-region during the solar minimum can in-
crease the ducting Alfve´n velocity. A decrease in velocity
at lower latitudes is also expected for higher densities of the
F-region at lower latitudes.
In Fig. 7, we also noticed that the Pc1 packets are slightly
modulated as they propagate from MGD to MSR through
PTK (e.g., 1028:25 UT and 1029:40 UT). In other words,
the packet shapes are somewhat dissimilar at these three
stations. This fact may indicate modulation of the Pc1 pearl
structure during the propagation of the ionospheric duct, or
generation of the Pc1 pearl structure itself due to mixture of
different waves during the propagation.
Figure 8 shows the dynamic spectra of the H , D, and Z
components of the magnetic ﬁeld ﬂuctuations at 0.1–32 Hz
as observed at Moshiri on January 1, 2009. The spectra
of the H and D components indicate harmonic structures
in the frequency range above 0.4 Hz between the late after-
noon (∼15 LT) and the following morning (∼09 LT). This is
a typical signature of ionospheric Alfve´n resonators (IAR),
which occur due to Alfve´n waves bouncing between the
522 K. SHIOKAWA et al.: STEL INDUCTION MAGNETOMETER NETWORK


















































































































































































Fig. 6. Dynamic spectra of the H component of the magnetic ﬁeld ﬂuctuations at 0.1–32 Hz as observed on February 27, 2009 at the ﬁve stations
from higher (top) to lower (bottom) latitudes. The unit of power spectral density (PSD) in the color scale is calculated at the peak sensitivity of each
station. The local midnight at each station is indicated by a white arrow.
bottom side of the ionospheric F-layer and the top side of
the ionosphere. This bouncing is associated with the local
minimum of the Alfve´n velocity around the density peak of
the F-layer (e.g., Polyakov and Rapoport, 1981; Belyaev et
al., 1990; Lysak, 1993; Pokhotelov et al., 2001). These har-
monic structures are observed at MSR almost every night
since the noise level at MSR is lowest in comparison to that
at the other stations. Similar IAR signatures have also been
observed at all other stations when the noise level is not high
(e.g., see Parent et al., 2006 for IAR signatures at ATH).
With an appropriate IAR model, these harmonic structures
can be used to obtain density information about the top side
of the ionosphere (e.g., Bo¨singer et al., 2002). Thus, this
information can be used for remote sensing of the top side
of the ionosphere through ground-based observations.
5. Summary
We installed ﬁve induction magnetometers with turnover
frequencies of 1.7–5.5 Hz and sensitivities of 0.3–13 V/nT
in Canada, Far East Russia, and Japan at L = 4.4–1.2 in
2005–2008. The timing accuracy of the 64-Hz sampling
rate of the magnetometer data was guaranteed by using GPS
receivers. The data from these magnetometers illustrate the
possibilities for observing PiB and Pc1 pulsations as well
as harmonic structures of ionospheric Alfve´n resonators at
these stations.
Although observational techniques based on induction
magnetometers are well-established, the recent develop-
ment of recording systems with computers makes it pos-
sible to obtain routine digital data at high sampling rates
and with high timing accuracy at remote stations. Com-
bining the data from these magnetometers with other new
data, such as those from all-sky imagers and ionospheric
K. SHIOKAWA et al.: STEL INDUCTION MAGNETOMETER NETWORK 523
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Fig. 7. The H component of the magnetic ﬁeld ﬂuctuations as observed at 1028:00–1030:00 UT on February 27, 2009 at the ﬁve stations from higher
(top) to lower (bottom) latitudes. The vertical scale indicated at the left side of the panel is calculated at the peak sensitivity of each station. The
original data sampled at 64 Hz are averaged over sets of 4 data points (16 Hz) in order to reduce the noise. The polarity of the MSR data is reversed
in order to account for the difference between the sensor polarity of the magnetometer at MSR and that of the other stations.
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Fig. 8. Dynamic spectra of the H , D, and Z components of the magnetic ﬁeld ﬂuctuations at 0.1–32 Hz as observed on January 1, 2009 at Moshiri,
indicating signatures of ionospheric Alfve´n resonators during the night.
and magnetospheric satellites, is expected to greatly con-
tribute to our understanding of the generation and propa-
gation of Pc1-range pulsations. Several satellite missions,
such as Energization and Radiation in Geospace (ERG) in
Japan, Radiation Belt Storm Probes (RBSP) in the United
States, and Outer Radiation Belt Injection, Transport, Ac-
celeration and Loss Satellite (ORBITALS) in Canada, are
going to be launched during the next solar maximum in
2012–2014 in order to investigate the generation and loss
of radiation belt particles. The ground induction magne-
tometer network provides important information regarding
the generation and propagation of EMIC waves which can
cause loss of radiation belt particles in the inner magneto-
sphere.
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